Fiberoptic-guided Fogarty catheter placement using the same diaphragm of an adapter within the single-lumen tube in children.
We describe successful placement of a Fogarty catheter for one-lung ventilation through a single-lumen tube using a single diaphragm of an adapter for both the fiberoptic bronchoscope and the Fogarty catheter.